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SCHOOL OF MOLECULAR BIOSCIENCE


Standard Operating Procedures for Electrophoresis

Ventilation and personal protective equipment requirements:


Fume cupboard



Gloves (if appropriate)

Biosafety cabinet



Safety glasses

Cytotoxic cabinet



Full face shield

General ventilation



Laboratory coat/gown








Equipment involved:

· Electrophoresis tank plus power pack.

Procedures:

· Subjecting a gel to a current.

Detail methods of waste disposal:

Safety precautions:

· Warning signs displayed –‘ High Voltage’ or similar.

· Care should be taken in the visualisation of material on the developed gel.

· If any of the following are being used, ensure that you have read, and have available, the MSDS.

· Acrylamide

· Ethidium bromide

