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SCHOOL OF MOLECULAR BIOSCIENCE


Standard Operating Procedures for Sonication

Ventilation and personal protective equipment requirements:


Fume cupboard



Gloves




Biosafety cabinet



Safety glasses

Cytotoxic cabinet



Full face shield

General ventilation



Laboratory coat/gown








Equipment involved:

· Sonicator.

Procedures:

· Usually the disruption of small amounts of cells in aqueous solutions.

Safety precautions:

· Earmuffs to be worn when sonifier is active. 
· Door to be kept closed when in operation.

